Report Number 12-45 ~calb 4192012 district 01 109 by G. Tnorpe'

plant type PCC Batch fal plant owner Tidewater plant location So. Bank Rd. Brookmgs Ore.
scale acceptable 1032 000 Lbs useable scale capacny 40000 Iargest noted error for thls scale 1 Grad
_scale num:b__er' ; applled totai adjustrnem adjusted;
1 & step | applped ibuild-up = applied ! from total: 1n
- - number test weight | weight | weight .._5._ last step§ _ weigh : z
_material type e s — =i
aggregate 1 8000 0 8000 ior 1st shap 8000 8020 1,0Acceptable
oo 2 8000 8000 16000 0 16000 16020 ”sﬁ Acceptable
e 3 8000 16000 24000 0 24000 24000 0. 0.0 Acceptable
plec 4 8000 24000 32000 0 32000 31980 -20.0  -1.0 Acceptable

scale acceptable to 8 000 Lbs useable scale capacnty 10000
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scale number § . applied; total:adjustment m— | - :
2 applied ! build-up’ applied from ; total indicated! actual errorin

‘material type | stweiaht| _weiaht .- _weight _l2ststep|_weiohtl... weicht. _ error. 9rads | uSEABILITY . remarks.
cement] 1. 2000 0 2000 Mayszerol 5000 2000 0 Acceptable
graduation | 2 4000 0 4000 0 4000 4005 5 1 Acceptable
size o 8 6000 0 6000 0 6000 6000 0 0 Acceptable
: 5 5 8000 0 8000 .0 _8onn 7990 -10 -2 Acceptable

useable scale capacﬂy 100000 largest noted error, for thls scale 1

Grad

total adJustment adjusted; H

_scale nu_mber § applled f |
g step: apphedé build-up | applied from | fotall indicated! actual | ermorin i
*_number | test weiaht: _weinht........weight® . Ia__gt step:  weioht weighti error | grads’ USEABILITY | re@MArKS... s
material type . ays zero = .
N 1 4200 fp_(__jn_st step 4200 4170 -30 Acceptable 500 Gal Metered 503 Gal Delivered
: : : 0.94% Error O.K.
graduation . ; :
il S 4200 4200 4200 4170 -30 -4796 Acceptable 500 Gal Metered 503 Gal Delivered |
a 0.94% Error O.K.
scale acceptableto | useable scale capacity largest noted error, for this scale
scale number e S s =
applied total adjustrnent ad]usted I i i i
step apphed' build-up applied from | tota|§ indicated actual§ errorin i
material type | number: test weiah _weight.__laststep;  weight....weight_ €Tl srads USEABILITY. remag@ ............. .
i Bl i —— A P ——c—— S —— =
for 1st step
graduation
size....
LB N B i i riitre—— i

‘Plant Certified for State Use

Con-E-Co Plant and Water Meter

éCon—E‘Co Water Meter Span 139.8 ( switch 100 on, switch 30 on, switch 9 on, switch .8 on)
Interlocks O.K.

‘Alkon Command Batch
H



